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Galaxy®

Chair Mounted Unit

Power Supply
* 115 VAC, 50/60 Hz 1 Ph, as applicable
* 220 VAC, 50/60 Hz 1 Ph, as applicable

Air Pressure - 80 PSI (at regulator in USC)
Water Pressure - 40 PSI (at regulator in USC)

Clean Water System (Optional)
Water Bottle Capacity - 1.5 liters
CMU Shipping Weight

Model A - 115 Ibs. Model AE - 113 1bs.
Model B - 133 Ibs. Model BE - 131 lbs.
Model C - 135 Ibs. Model CE - 133 1bs.
Model D - 148 Ibs. Model DE - 146 1bs.
Magellan
Delivery Head
Water Pressure Maximum .......ceeeeveereeereeereerenerenenes 40 PSI
Air Pressure Maximum................. Refer to the appropriate

handpiece specifications

Utility Service Center

Power Supply Voltage.......cccevvuvicuniannee. 120 Volts 60 Hz.
Air Pressure Maximum.......ccoeuvierniiniinnieiiinns 80 PSI
Water Pressure Maximum ... 40 PSI
Unit Weight
Traditional Delivery Head & Arms .....cccvvvieinines 24.5 Ibs.
Euro Delivery Head & Arms ......coocccuveeuveiuceniecnncnenn. 19 Ibs.
Magellan Unit POSt......c.occcuvecuvevcerineericiricircieneiennes 13 Ibs.
Magellan Unit SUPPOLL ....cccevicvricrririreirieeireereeenennes 20 Ibs.
Utility Service Centetr (USC)....oeverervnicecereereecnenen 15 Ibs.
ASSIStANES AL e 16 Ibs.
Light Post (Optional).......c.cceveecurenerreneernierrecrnenciennes 15 Ibs.
Clean Water System ............cccceveeccnnnn. 1.5 liters

(Optional - order Kit #3658-376 if desired.)

Wall/Cabinet Unit

Power Supply
* 115 VAC, 50/60 Hz 1 Ph, as applicable
* 220 VAC, 50/60 Hz 1 Ph, as applicable

Air Pressure - 80 PSI (az regulator in USC)
Water Pressure - 40 PSI (at regulator in USC)

Clean Water System (Optional)
Water Bottle Capacity - 1.5 liters
(To add clean water system order Kit #3658-375

Shipping Weight

Model DWM - 68 Ibs.  Model DCM - 58 Ibs.
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Simplicity by DentalEZ™

Chair Mounted Unit

Power Supply
* 115 VAC, 50/60 Hz 1 Ph, as applicable
* 220 VAC, 50/60 Hz 1 Ph, as applicable

Air Pressure - 80 PSI (at regulator in USC)
Water Pressure - 40 PSI (at regulator in USC)

Clean Water System
Water Bottle Capacity - 1 liter
CMU Shipping Weight
Model A - 102 Ibs. Model C - 109 Ibs.

Model B - 113 Ibs. Model Delivery Head
Magellan
Delivery Head
Water Pressure Maximum .......cccccevvnencrernereccnenns 40 PSI
Air Pressure Maximum................ Refer to the appropriate

handpiece specifications

Utility Service Center

Power Supply Voltage.......cccovrvvviiininnnne. 120 Volts 60 Hz.
Air Pressure Maximum........coevviniininnns 80 PSI
Water Pressure Maximum ........cooeveeininininininnenns 40 PSI
Unit Weight
Delivery Head & Arms....c.ccuveuvicurecunenceeeniennenenn. 24.5 Ibs.
Magellan Unit SUPPOLL ....c.ecueecrrererrereremricireceeeeeennes 20 Ibs.
Magellan Unit POSt......c.ccccuvvcivinciviniciniciriciriciccnes 13 Ibs.
Utllity Service Center......ovviiriinivinieiniciricnsienennes 15 Ibs.
ASSISTANTS AL cevvriereecrrenereneienneeenreeieeeieeseesseseseenees 16 Ibs.
Light Post (Optional).......c.cccveeeuveeeneeiricrrecinencnennes 15 Ibs.
Clean Water System ..., 1.5 liters

Cart Delivery Unit

Power Supply
* 115 VAC, 50/60 Hz 1 Ph, as applicable

Air Pressure - 80 PSI
Woater Pressure - 40 PSI

Clean Water System (Optional)
Water Bottle Capacity - 1.5 liters
CMU Shipping Weight
Cart with transformer - 135 lbs.
Cart without transformer - 105 Ibs.
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Advantage by DentalEZ™

Chair Mounted Unit

Power Supply
* 115 VAC, 50/60 Hz 1 Ph, as applicable
* 220 VAC, 50/60 Hz 1 Ph, as applicable

Air Pressure - 80 PSI (at regulator in USC)
Water Pressure - 40 PSI (at regulator in USC)

Clean Water System (Optional)
Water Bottle Capacity - .75 to 1 liter
CMU Shipping Weight

Model A - 102 1bs. Model AE - 107 Ibs.
Model B - 113 1bs. Model BE - 119 Ibs.
Model C - 109 Ibs. Model CE - 114 Ibs.
Model D - 120 Ibs. Model DE - 125 Ibs.
Magellan
Delivery Head
Water Pressure Maximum .......ccccceveveneeieererenreicnenens 40 PSI
Air Pressure Maximum................. Refer to the appropriate

handpiece specifications

Utility Service Center

Power Supply Voltage......cccccvveuvicininnnee. 120 Volts 60 Hz.
Air Pressure Maximum.......ccccvcvinicnnininennenes 80 PSI
Water Pressure Maximum ......ccoeviinienieiiinnns 40 PSI
Unit Weight
Traditional Delivery Head & Arms ......cccoevuvevcunnce. 22 Ibs.
Euro Delivery Head & Arms ......cocccuvecuvecrvcniecencnen. 27 lbs.
Magellan Unit POSt......c.occeuvvcuviccivnceiniciricirccicencenes 13 Ibs.
Magellan Unit SUPPOLL....c.ccvicrricrririieirieirieirecienes 20 Ibs.
Utlity Service Center (USC).....couevviviivininiricriicnninns 15 Ibs.
ASSIStANES AT .ot 13 Ibs.
Light Post (Optional).......cocceuveeeureeerrneemnierrecrreenennes 15 Ibs.
Clean Water System ... 1 pint

(Optional - order Kit #3658-376 if desired.)

Basic Duo

Power Supply
* 115 VAC, 50/60 Hz 1 Ph, as applicable

* 220 VAC, 50/60 Hz 1 Ph, as applicable
Air Pressure - 80 PS|
Water Pressure - 40 PS|
Clean Water System

Water Bottle Capacity - .75to 1 liter
Shipping Weight - 38 |bs.
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aXcs®

Chair Mounted Unit

Power Supply
* 115 VAC, 50/60 Hz 1 Ph, as applicable
* 220 VAC, 50/60 Hz 1 Ph, as applicable

Air Pressure - 80 PSI (az regulator in USC)
Water Pressure - 40 PSI (at regulator in USC)

Clean Water System (Optional)
Water Bottle Capacity - .75 to 1 liter
CMU Shipping Weight

Model A - 1151bs. Model AE - 120 Ibs.
Model B - 127 Ibs. Model BE - 132 Ibs.
Model C - 128 Ibs. Model CE - 133 Ibs.
Model D - 140 Ibs. Model DE - 145 Ibs.
Magellan
Delivery Head
Water Pressure Maximum .......ccoevieviiiniiiniieniinns 40 PSI
Air Pressure Maximum................. Refer to the appropriate

handpiece specifications

Utility Service Center

Power Supply Voltage........ccccvrviiniinnnn. 120 Volts 60 Hz.
Air Pressure Maximum......c.eeeeeevernecreeneuenrierrencunenes 80 PSI
Water Pressure Maximum ... 40 PSI
Unit Weight
Delivery Head ..o 16 Ibs.
SUPPOLt ALMS oo 12 Ibs.
Magellan Unit POSt.......cccovieiviciricirincinicinicircenes 23 Ibs.
ASSIStANTS AT .o 16 Ibs.
Clean Water System ... 1 Pint

(Optional - order Kit #3658-376 if desired.)

Wall/Cabinet Unit

Power Supply
* 115 VAC, 50/60 Hz 1 Ph, as applicable

* 220 VAC, 50/60 Hz 1 Ph, as applicable
Air Pressure - 80 PSI (a regulator in USC)
Water Pressure - 40 PSI (at regulator in USC)

Clean Water System (Optional)
Water Bottle Capacity - .75 to 1 liter
(To add clean water system order Kit #3658-375)

Shipping Weight

Model DWM - 58 1bs. Model DCM - 48 1bs.

CustomAir Z
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aXcs® Continued

Basic Duo

Power Supply
* 115 VAC, 50/60 Hz 1 Ph, as applicable
* 220 VAC, 50/60 Hz 1 Ph, as applicable

Air Pressure - 80 PS|
Water Pressure - 40 PS|
Clean Water System
Water Bottle Capacity - .75to 1 liter
Shipping Weight - 38 |bs.

nZo0—=H>p0O—m—=-0Omon

NextGen™

Cart Delivery Unit

Power Supply
* 115 VAC, 50/60 Hz 1 Ph, as applicable

Air Pressure - 80 PSI
Woater Pressure - 40 PSI

Clean Water System (Optional)
Water Bottle Capacity - 1.5 liters

CMU Shipping Weight
Cart with transformer - 135 lbs.
Cart without transformer - 105 lbs.

Team Work Station

Cabinet Unit

Power Supply
* 115 VAC, 50/60 Hz 1 Ph, as applicable

Air Pressure - 80 PSI
Woater Pressure - 40 PSI

Clean Water System (Optional)
Water Bottle Capacity - 75 to 1 liter
CMU Shipping Weight
Dr./Asst. Unit - 68 lbs.
Asst. Unit only - 58 Ibs.

DentalEZ %% Technical Manual CustomAir Z
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Galaxy® CMU

Class |,Type B Medical Equipment
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13-5/16"

Galaxy® Magellan
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Galaxy® Wall/Cabinet Unit

DWM/DCM DIMENSIONS

— 24-5/8" -
22.28"

18-13/16"

-

19-15/16" 9-1/2"

— W
[ —

| 1
ol | e

|a———20-13/16" (DWM)———=
——13-9/16" (DCM)———=

DWM/DCM EXTENDED DIMENSIONS

55" (DWM)
47-3/4" (DCM)

52-1/4" (DWM)
45" (DCM)

a———20-3/16"——=

§
17- /8/» ; %fg
/ 9-1/4"
< 17-5/8" (DWM) \
~—10-3/8" (DCM) . 29-3/16"
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45-3/8" (DCM)
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Galaxy® Wall / Cabinet Unit

DCM ROTATION/REACH

24-7/8"
Mln. WaII
e Space for
L—9P
18" Min o ] Utility
' Connections
@%— / Cabinet
® o /
/
48-1/2" y
X Reach
o /
AN
\ -~ 77° Rotation
92° Rotation ™ / _ 7 (Limited Reach)
(Full Reach) _ ™~ s

[

NOTE: Minimum space
required for recessed storage:
18" deep, 24-7/8" wide.

DWM ROTATION/REACH

NOTE: A mounting panel is recommended for
all sheet rock applications. (An optional 18" x
18" laminated panel is available.)

DentalEZ %% Technical Manual CustomAir Z
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Simplicity by DentalEZ™ CMU

10-1/2" to 21-1/2"

5-3/8" l|||l|||l|l|ll|l|l|ll|l|l|||l|l|ll|l|l|ll|l|||||l|l|l|||l|l|ll|l|l|ll|l|l|||l|l|ll|l|l|iﬁii"ﬁﬂl\§\\x\\\:\§
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Simplicity by DentalEZ™ Magellan

22"

<—! 2-1/2"—=

22-5/8"

-1/4"

DentalEZ
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Simplicity by DentalEZ™ Cart Delivery Unit

19-1/4"

16-5/8"

DentalEZ *

20"

18-3/4"
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14-7/8"
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Advantage by DentalEZ™ CMU

<_|5"

(17" Euro)

17-5/8"
(16-3/4" Euro

9-3/4" to 21" f
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Advantage by DentalEZ™ Magellan
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Advantage by DentalEZ™ Basic Duo
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14-7/8"
(17" Euro)

18-1/2"

(16-3/4" Euro)

aXcs® CMU

TOP VIEW

[—21-1/4"—

Fixed Rear
@ Arm Option

Left/Right
Rear Arm
[\ Option

wZO0—-nZmXX-0

b 13-1/4" (Left/Righ
I +|/4" 14" (Fif(efjArr,)%) !
(Left/Right Arm Shown)
LEFT SIDE VIEW
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aXcs® Magellan

(Euro
[—16-3/4")—=

18-1/2*

l—21-1/4"

9-3/4" - 21"
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aXcs® Wall / Cabinet Unit

DWM/DCM DIMENSIONS

22"
18-1/4"
|-3/4" | |~
14-1/4"}
19-1/4" -
20-1/4" ’ “h
o 912"
3
I
|<——19" (DWM)
o 3 1-3/4" (DCM)

DWM/DCM EXTENDED DIMENSIONS

49-1/2" (DWM)
42-1/4" DCM) -
47" (DWM) -
39-3/4" (DCM) -~ 5 ]
/ ] |
17-1/4° % = =3
I 8-1/2'
17-172" (DWM)
~——10-1/4" (DCM) L
- el 27
- -8
19-1/4" I 8-1/2"
7 Cli ﬂ_’ | - T J
| | —
b ) = |
434" 3 5"
Y, f
! 47-1/4" (DWM)
40" (DCM)
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aXcs® Wall /| Cabinet Unit

DWM ROTATION/REACH

NOTE: A mounting panel is recommended
for all sheet rock applications. (An optional
18" x 18" laminated panel is available.)

DCM ROTATION/REACH

NOTE: Minimum space required for
recessed storage: 18" deep, 24" wide.

DentalEZ %% Technical Manual CustomAir Z
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aXcs® Basic Duo

SIDE VIEW

TOPVIEW

N\ = 270° Pivot Point

180° Pivot Point

180° Pivot Point

270° Pivot Point
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NextGen™ Cart Delivery Unit

32-3/4"

| i | ‘
[(9-fe o0000c o & 5-1/16"
1. 13-1/2" 2! ——

= |

12—

~—21-9/16" ——— =

DentalEZ %
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Team Work Station Cabinet Unit

TWS DR./ASST. UNIT DIMENSIONS

DentalEZ *5

TWS ASST. ONLY UNIT DIMENSIONS

Technical Manual CustomAir Z
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Galaxy Units

Coolant Water Adjustment

Traditional/Euro-Style Head

* Coolant water spray to all the handpieces can
be turned ON or OFF using the toggle switch
located on the foot control.

* The coolant spray volume is individually regu-
lated for each handpiece by using the coolant
water adjustment valves located on the underside
of the delivery head.

e While operating a handpiece, turn the coolant

VW-HZmMX—"4nC-—0>

water adjustment valve counterclockwise (while
looking directly into valve) to increase the volume of
coolant water spray. To decrease volume, turn
the valve clockwise.

——

Air Pressu;’
Adjustment -
Screws=—

Adjustment
Valve

o
LY S
Coolan@Air Bl = 5 e
- ITIQNAL

{ freb

Coolant Air
Adjustment
Valve )

Coolant Water
Adjustment
L]
r “ Valves

L b
/e ]” \\.

EURO-STYLE

DentalEZ %
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Coolant Air Adjustment

* The coolant air volume for all handpieces is reg-
ulated by using the coolant air adjustment valve
found on the underside of the delivery head.

* While operating a handpiece, turn the coolant air
adjustment valve counterclockwise (while looking
directly into valpe) to increase the volume of cool-
ant water spray. To decrease volume, turn the
valve clockwise.

Air Pressure

Air pressure to each handpiece can be adjusted to the
manufacturer’s specifications by following air pressure
instructions in the Galaxy unit manual, Section IV
Testing under the heading Air Pressure.

NOTE: These procedures must be done while:
e The master switch is in the ON position,
o The handpiece is out of its holder and
e The foot control is fully depressed.

NOTE: When making necessary air pressure adjustments,
refer to the air pressure gange located at the front of the delivery
head to check the approximate amount of air pressure delivered
to the handpiece.

CustomAir Z
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Galaxy Units

Control Head and Arm Rotation
CMU

First, make sure the unit is level. To adjust the
rotation of the control head, remove the four
Phillips-head screws from the cover on the un-

derside of the control head arm. Up into the arm,

around where the pivot pin inserts, there two
1/4” screws that can be adjusted to tighten the
rotation of the control head.

To adjust the rotation of the CMU flex arm, there
are two set screws on the saddle that, if tightened

with a 3/32 allen wrench, would tighten the rota-
tion of the flex arm.

DentalEZ *
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Magellan

The Magellan head rotation is adjusted the same
way as the CMU. But, the Magellan flex arm rota-
tion is adjusted after installing the arm and bear-
ing support assembly into the post.

Before installing the set screws to secure the
bearing support in the post, the rotation speed is
adjusted by putting the allen wrench through the
threaded holes into the set screws on the beat-
ing support assembly and tightening a little at
the time until desired rotation speed is acquired.
Then install the set screws to secure the bearing
support in the post.

Adjusting
, I —Set Screw

o —

———

e —

CustomAir Z
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Simplicity Units

Air and Water Filters/Regulators

NOTE: The air regulator is factory preset to deliver 80 PSI.
The water regulator is preet to deliver 40 PSI.
If the regulators are not set at 80 PSI for air and 40
PSI for water, do the following adjustment process:

1. Pull the locking knob.

2. Turn the adjustment knob on each regulator
until the correct pressure reading is reached.

3. When finished, push the locking knob down.

VW-HZmMX—"4nC-—0>

Air Pressure

1. Flip the toggle valve from WET to DRY at
the foot control.

2. To adjust the individual handpiece drive air
pressure to the manufacturer’s specifications
do the following procedure:

a. Remove the handpiece from its holder.

b. Insert an air pressure gauge as indicated in

the illustration below.

Handpiece

(Insert Air Pressure
Gauge Here.)

c. Hold the handpiece, fully depress the foot
control and observe the amount of air
pressure delivered to the handpiece.

DentalEZ %
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d. Locate the air pressure adjustment screws
on the bottom of the delivery head chassis.

e. Using a slotted screwdriver, turn the air
pressure adjustment screw on the control
valve of the appropriate handpiece (coun-
terclockwise to increase pressure, clockwise
to decrease pressure) until the hand-piece
manufacturer’s correct specification regis-
ters on the pressure gauge.

3. Repeat a. through e. in Step 2 to set the

pressure for each handpiece.

NOTE: If a low-speed handpiece is required, slide the cool-
ant air and water restrictor over the lines on the appropriate
control valve.

Adjustable Arm

To check the maneuverability of the adjustable arm,
do the following:
1. Turn the air brake OFF

2. Slightly lift the adjustable arm, then lower it
into the desired position.

3. Turn the air brake ON.

CustomAir Z

Section Il Delivery Units



Advantage Units

Air and Water Filters/Regulators

NOTE: The air regulator is factory preset to deliver 80 PSI.
The water regulator is preet to deliver 40 PS1.

If the regulators are not set at 80 PSI for air and 40

PSI for water, do the following adjustment process:
1. Pull the locking knob.

2. Turn the adjustment knob on each regulator
until the correct pressure reading is reached.

3. When finished, push the locking knob down.

Air Pressure

1. Flip the toggle valve from WET to DRY at
the foot control.

2. To adjust the individual handpiece drive air
pressure to the manufacturer’s specifications
do the following procedure:

a. Remove the handpiece from its holder.

b. Insert an air pressure gauge as indicated in
the illustration below.

Handpiece

(Insert Air Pressure
Gauge Here.)

c. Hold the handpiece, fully depress the foot
control and observe the amount of air
pressure delivered to the handpiece.

DentalEZ *5

Section Il Delivery Units

Technical Manual

Air Pressure
Adjustment Screws

d. Locate the air pressure adjustment screws
on the bottom of the delivery head chassis.

e. Using a slotted screwdriver, turn the air
pressure adjustment screw on the control
valve of the appropriate handpiece (coun-
terclockwise to increase pressure, clockwise
to decrease pressure) until the hand-piece
manufacturer’s correct specification regis-
ters on the pressure gauge.

3. Repeat a. through e. in Step 2 to set the

pressure for each handpiece.

NOTE: If a low-speed handpiece is required, slide the cool-
ant air and water restrictor over the lines on the appropriate
control valve.

Adjustable Arm

To check the maneuverability of the adjustable arm,
do the following:
1. Depress and hold the air brake button.

2. Slightly lift the adjustable arm, then lower it
into the desired position.

3. Release the air brake button.

CustomAir Z
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Air and Water Filters/Regulators

NOTE: The air regulator is factory preset to deliver 80 PSI.
The water regulator is preet to deliver 40 PSI.

If the regulators are not set at 80 PSI for air and 40

PSI for water, do the following adjustment process:
1. Pull the locking knob.

2. Turn the adjustment knob on each regulator
until the correct pressure reading is reached.

3. When finished, push the locking knob down.

Air Pressure

1. Flip the toggle valve from WET to DRY at
the foot control.

2. To adjust the individual handpiece drive air
pressure to the manufacturet’s specifications
do the following procedure:

a. Remove the handpiece from its holder.

b. Insert an air pressure gauge as indicated in
the illustration below.

Handpiece

(Insert Air Pressure
Gauge Here.)

Page ii-26

c. Hold the handpiece, fully depress the foot
control and observe the amount of air
pressure delivered to the handpiece.

DentalEZ *
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Air Pressure
Adjustment Screws

d. Locate the air pressure adjustment screws
on the bottom of the delivery head chassis.

e. Using a slotted screwdriver, turn the air
pressure adjustment screw on the control
valve of the appropriate handpiece (coun-
terclockwise to increase pressure, clockwise
to decrease pressure) until the hand-piece
manufacturer’s correct specification regis-
ters on the pressure gauge.

3. Repeat a. through e. in Step 2 to set the

pressure for each handpiece.

NOTE: If a low-speed handpiece is required, slide the cool-
ant air and water restrictor over the lines on the appropriate
control valve.

Adjustable Arm

To check the maneuverability of the adjustable arm,
do the following:
1. Depress and hold the air brake button.

2. Slightly lift the adjustable arm, then lower it
into the desired position.

3. Release the air brake button.

CustomAir Z
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NextGen Cart

Air and Water Filters/Regulators

NOTE: The air regulator is factory preset to deliver 80 PSI.
The water regulator is preet to deliver 40 PS1.

If the regulators are not set at 80 PSI for air and 40
PSI for water, do the following adjustment process:
1. Pull the locking knob and turn the adjustment
knob on each regulator until the correct
pressure reading is reached.

2. When finished, push the locking knob down.

Air Pressure

1. Flip the toggle valve from WET to DRY at
the foot control.

2. To adjust the individual handpiece drive air
pressure to the manufacturer’s specifications
do the following procedure:

a. Remove the handpiece from its holder.

b. Insert an air pressure gauge as indicated in
the illustration below.

Handpiece

(Insert Air Pressure
Gauge Here.)

c. Hold the handpiece, fully depress the foot
control and observe the amount of air
pressure delivered to the handpiece.

Air Pressure
Adjustment Screws

DentalEZ *
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d. Locate the air pressure adjustment screws
on the bottom of the delivery head chassis.

e. Using a slotted screwdriver, turn the air
pressure adjustment screw on the control
valve of the appropriate handpiece (coun-
terclockwise to increase pressure, clockwise
to decrease pressure) until the hand-piece
manufacturer’s correct specification regis-
ters on the pressure gauge.

3. Repeat a. through e. in Step 2 to set the
pressure for each handpiece.

NOTE: If a low-speed handpiece is required, slide the cool-

ant air and water restrictor over the lines on the appropriate
control valve.

Coolant Water

1. The coolant spray volume is individually
regulated for each handpiece by using the
coolant water adjustment valves located on

the underside of the delivery head.

2. While operating a handpiece, turn the coolant
water adjustment valve counterclockwise
(while looking directly into valve) to increase
the volume of coolant water spray. To

decrease volume, turn the valve clockwise.

Coolant Air

1. The coolant air volume for all handpieces is
regulated by using the coolant air adjustment valve
found on the underside of the delivery head.

2. While operating a handpiece, turn the coolant
air adjustment valve counterclockwise (while
looking directly into valve) to increase the
volume of coolant water spray. To decrease
volume, turn the valve clockwise.

CustomAir Z
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NextGen Cart

Doctor Arm Positioning

To adjust the up and down tension in the doctor arm,
perform the following procedure:

1. If the arm is too easy to move up and down

Cart Leveling

1. Make sure the cart is standing on a level floor

(move the cart to a level location if necessary).

. Close the cart top cover. Then check the side

wHZmMmX4nC—0>

or if the arm goes down by itself, turn the
tension adjustment screw clockwise until the
desired resistance is reached.

. If the arm is too hard to move up and

down, turn the tension adjustment screw
counterclockwise until the desitred resistance is
reached.

. If the arm is too hard to rotate left and right,

loosen the rotation adjustment bolt.

to side and front to back level of the top.

3. If leveling is necessary, loosen the four
mounting (3/8-16) screws and turn the
appropriate leveling set (1/4-20) screw.

4. When the top is level, re-tighten each

mounting screw.

1/4-20
Leveing Set

4. If the arm is too easy to rotate left and right,
tighten the rotation adjustment bolt.

Mounting
Screws
(e e )
DentalEZ %5 Technical Manual CustomAir Z
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TWS Cabinet Unit

Doctor/Assistant Arm

To adjust the up and down tension in the doctor arm, 1.

perform the following procedure:

1. If either arm is too easy to move up and

down or if the arm goes down by itself, turn 2.

the tension adjustment screw clockwise until
the desired resistance is reached.

2. If either arm is too hard to move up and down, turn
the tension adjustment screw counterclockwise
until the desired resistance is reached.

Coolant Air

The coolant air volume for all handpieces is
regulated by using the coolant air adjustment valve
found on the underside of the delivery head.

While operating a handpiece, turn the coolant
air adjustment valve counterclockwise (while
looking directly into valve) to increase the
volume of coolant water spray. To decrease
volume, turn the valve clockwise.

Air Pressure

3. If either arm is too hard to rotate left and

right, loosen the rotation adjustment bolt. L
4. If either arm is too easy to rotate left and
right, tighten the rotation adjustment bolt. 2.
Tension Adjustment
YScrew .» o I»

Flip the toggle valve from WET to DRY at
the foot control.

To adjust the individual handpiece drive air
pressure to the manufacturer’s specifications
do the following procedure:

a. Remove the handpiece from its holder.

Coolant Water

1. The coolant spray volume is individually

Air Pressure Gauge

~

Air Pressure
Adjustment Screws

regulated for each handpiece by using the
coolant water adjustment valves located on
the underside of the delivery head.

2. While operating a handpiece, turn the coolant
water adjustment valve counterclockwise
(while looking directly into valve) to increase
the volume of coolant water spray. To
decrease volume, turn the valve clockwise.

oolant Air Coolant Water
Adjustment Valve Adjustment
\: . Valves
1 >

o
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b. Hold the handpiece, fully depress the foot
control and observe the amount of air
pressure delivered to the handpiece.
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Tri-Lamp Control Operation/Calibration

The tri-lamp control is designed to operate a variety of fiber optic handpieces. Once installation and
calibration are complete, the tri-lamp control will remember the correct voltage to deliver to each

handpiece tubing and lamp.

Operation
With the handpiece control activated, use the lamp intensity level to adjust the lamp output.

NOTE: The fiber optic lamp blinks when maxinum voltage is reached.

Calibration

Tools Required: ¢ Utlity Knife  * Phillips-head Screwdriver ~ * Voltmeter
WARNING: Only qualified technicians should calibrate the lamp control.

NOTE: Improper calibration may shorten the life expectancy of the lamp.

The tri-lamp control is factory-set for an output voltage at the handpiece terminal of 3.3 VDC, but
has a calibration range of 2.5 -6.0 VDC. (Refer to the handpiece manufacturer’s recommended output voltage.)

NOTE: For StarBtite - ISO/ C6-pin tubing, 3.31”DC; for ColoRight - ISO/4-hole tubing, 5.5 1VDC.
(Other brand handpiece tubing may be installed on the tri-lamp control, but not on the guad-lamp control.)

Follow the tubing manufacturer’s instructions for accessing signal air and connect to a barb on the
tri-lamp control. If an output voltage other than the factory-set 3.3 VDC is required, proceed
with the following steps:

1. After connecting signal air, disconnect power to the controller by either unplugging the
power pack or releasing the quick disconnect latch provided on the 12-foot cable interconnect.

2. Using a phillips-head screwdriver, remove the three screws from the bottom of the controller
and lower the covet.

3. Locate the DIP switches in the corner of the PC board, which is found at the left of the lamp
intensity level switch.
NOTE: The normal operational position for DIP switches #1
and #2 is OFF (away from the PC board). (Refer to the illustra-
tion on the right.)

Normal Operation -
DIP Switch | and 2
4. For the calibration position, flip DIP switch #1 OFF Position

ON (toward the PC board).

NOTE: DIP switch #2 is for factory use only and should
always remain OFF (away from the PC board).

Intensity Level Calibration

5. Remove the black plastic sheath from the supplied —= = DIP Switch |
S : - ] I H ON Position
electrical jack by turning counterclockwise. (=t I
6. Slide the sheath onto the wires provided. Then at-
tach the wires to the screw connectors of the jack. Continued next page
DentalEZ %% Technical Manual CustomAir Z
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Tri-Lamp Control Operation/Calibration Continued

7. Connect the clips of the voltmeter to the
leads of the electrical jack on the handpiece
tubing to be calibrated.

8. Plug the jack into the selected port of the
tri-lamp control.

9. Remove the fiber optic lamp from the tubing coupler or swivel connector.
10. Reconnect power to the tri-lamp control.
11. With the delivery system ON, remove the handpiece from the holder.
12. Press and hold down the foot control to send signal air to the tri-lamp control.
NOTE: If no signal air is present, place a finger over the tubing coupler to provide back pressure.

NOTE: The reading on the voltmeter shows the maximum voltage setting of the channel that is currently connected
to signal air.

13. Use the lamp intensity level switch to set the fiber optic lam to the manufacturer’s recom-
mended voltage level.

14. Replace the handpiece in the holder.

15. To calibrate the remaining channels, simply connect a handpiece tubing and electrical jack to

the appropriate handpiece control and repeat Steps 9 - 14.
16. After calibration, disconnect power to the tri-lamp control.
NOTE: Power must be disconnected for calibration to achieve the correct settings.
17. Reinstall the fiber optic lamp.

18. Make sure the power is disconnected and push DIP switch #1 back to the operational posi-
tion OFF (away from the PC board). (See illustration, previous page.)

19. Reconnect power.

20. Depress the foot control and adjust the lamp intensity level switch to achieve the maximum
voltage level set in Step 13.

NOTE: The ninimum voltage should always be 2.5 V' DC. The fiber optic lamp blinks when the mascimum volt-

age is reached.

21. If the maximum voltage is not correct, disconnect power to the tri-lamp control and re-cali-

brate by repeating Steps 3 - 21.
22. Reassemble the electrical jacks.

23. Reattach the cover removed in Step 2.

DentalEZ %% Technical Manual CustomAir Z
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All Delivery Units

Cleaning
The delivery unit should be cleaned as follows:
* Wipe frequently with a damp, lint-free cloth.

e Use a mild detergent to clean stains.

— CAUTION —

Do not use abrasive cleaning agents.

* At the end of the day, turn the master ON/
OFF valve to the OFF position and clean the

instrumentation.

e Each morning, turn the master valve ON and
check the air and water system for proper opera-
tion using the three-way syringe.

High-Volume Evacuator
With the high-volume evacuator vacuum valve in the
OFF position, disconnect the valve. Using a brush,
clean the interior of the valve under a faucet, and
rinse thoroughly.
Saliva Ejector
Disconnect the saliva ejector valve from the tubing
and repeat the procedure described for the high-vol-
ume evacuator.
Solids Collector
To clean the solids collector, located at the instrument
end of the assistant’s arm, do the following:
NOTE: I# is recommended that puncture-resistant nitrile
Sloves be worn for this procedure.
1. Push the lever on the saliva ejector downward
to equalize pressure.
2. Remove the lid by lifting it straight up.
3. Grasp the stem on the basket and lift the
basket straight up.
4. Empty debris and wash out the basket with
warm water, then replace the basket and lid.
DentalEZ %%
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NOTE: After cleaning the saliva gjector, high-volume evacu-
ator and solids collector, evacuate two cups of SlugBuster”
vacuum line cleaning solution (one cup each) through the high-
volume evacuator and saliva ejector to sanitize the system.

— NOTICE —

Cleaning brushes and SlugBuster can be
ordered through DentalEZ dealers.

Disinfecting

Liquid disinfectants are recommended for use on all
Galaxy CMU external surfaces and should be applied
using a soft, clean cloth.

— CAUTION —

Avoid using disinfectants in spray containers.
They may cause premature staining, discolor-
ation and/or damage to the Galaxy CMU.

Use extreme caution when selecting the proper
chemical disinfectant for the Galaxy CMU.

— CAUTION —

Do not use disinfectants that contain any
of the following:

* Glutaraldehydes
* Sodium Hypochlorites

* Jodophors
e Phenols

NOTE: *Cavicide™ is the recommended disinfectant for nse
on all excternal surfaces.

*Cavicide™ is a trademark of Micro Aseptic Products, Inc.

Cup Fill/Bowl Rinse

The bowl rinse spout can be removed for cleaning
and sterilization by steam (autoclave) or chemical
vapor (chemiclave).

— CAUTION —

Be sure not to exceed a temperature of 275° K

CustomAir Z
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Cup Fill/Bowl Rinse Drips Constantly
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Unit Has No Water
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Air Blowing Out of Holder After Manifold Upgrade
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Drive Air Only 20 PSI (AS3000 - Galaxy)
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No Output From Power Module

(NG| 24943 S| JBw.Iojsue.] By Wouy
(88 £ suid) sauim a31ym pue >oe|q

LT# OVA & Z3pwuag
‘340ys Jiedau ‘SUOII29UUOD IO
dwe g ‘| |6-108€ :Nd pue 33e30| SSJIM s 31un a3
dure 9°016-108€ 190 1£0-8127:Nd ,:_m.mm sdin ut st wsajqoad sy
dwe 6/°‘606-108¢€ :Nd “ISWLIOJSUR.I 3§ Ueauq a3eajoA Jadoud
149dea.q 1N ade|day aoe|doy 2N2JID 1959y ay3 Ino wc_ﬁ:n_a
S| 9|Npow JaMO
% (paddin ay1 sueaw jujod
1(ea4q 3N S5 ._um_uw.m_v_._un S5k siy3 03 31 Supjely
3y ssoJde LnELy
ON| « | - ong | dwe g s| X
JINUNRUOD 3J3Y3 S| N NPT 433 5|
+ JUsWLIoysue3 Y3
. wouj (g % ¢ suid) |
12ESq ON| soum £eu8 pue [SSA
AN 39594 (paddin ueaq p| IE349 a1dund ay3 ssouoe
ﬁ ON |an2J1d dwe gz s|[SSA 3N2JID 1959y SuipeaJ 23e1{0A fe|
{paddin uealq (5 »
SOA| N2 dwe g 5| N iAOT 24943 S| USW.IOJSUBI] BYI WO
(9 % g suid) sauim mojoA pue aduelo

|

ay3 ssoude 3uipea. 93e3|OA .| SOA

ON| °Y? ssosoe Suipeas a3ejon el [Sox T
(JawJojsuesy ayy oy SR
Ueadq J2>[B94q WO UM DRI = gl T :
3IN2.ID 3959y SOA wm_u conum> %_ _ w._va_t hﬂ °N U>jea.q aoe|doy
€9¥-008€ ‘Nd
"UD3IMS 13039 (paddin Jsdesuq »
Jre aoe|day SoA| un2up dwe € 5| [ON
‘a|npow Jamod A|ddns
{UD3IMS 2143093 JIe Y3 03 JeA G| | apiaoid
ON | y8nouya a8e3joa auaya s| [SaA 03 UBID143I3[3 3IBIU0D)

b

"UO UDIIMS
J3)sBW uIn|

I

dnpow Jamod ay3 wou 3ndino ou a43yj st AYAA
] - ]

ODwwiE-02Zwn
LewQouwZkE=d>»> uxwn

idInpow Jamod ay3 o1

paijddns oeA g | aJ4ay3 s| [ON

dInpow Jamod ay1 uo

S9A | 403en3doe Je jussaud JIe S|

R

SOA

"aul| [eusis ul >upy
Jo a3expojq pul4

4

ON

{UO YdMS
Jajsew jiun sj

CustomAir Z

Technical Manual
Section Il Delivery Units

DentalEZ %%

Page ii-38



Fiber Optic Not Bright Enough
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Handpiece Actuator Valve Adjustment (Galaxy Trad.)

How is a handpiece actuator valve

adjustment made? (Galaxy® Traditional Head)

Tools required: White

Perform the following steps for each
actuator valve that needs adjusting:

1.

1/16" Allen Wrench

Tubing - -
Small Needle-nose Pliers "%
Set Screws {

Flip the master switch to the OFF
position.

Determine which handpiece(s) need
adjusting, then remove the appropri-
ate handpiece(s) from the holder(s).

Using a 1/16" Allen wrench, loosen, but don’t remove, the appropriate set screw inside
the brass inserts located on the bottom of the unit head.

Using small needle-nose pliers, gasp the white tubing for the appropriate handpiece and
move the acutator valve forward toward the face of the unit for better activation of the
plunger. (Adjusting the actuator valve too far forward will prevent the handpiece from sitting
correctly in the holder.)

Tighten the set screw to hold the actuator in place.
Flip the master switch to the ON position.

Place the handpiece back into the holder and press the foot control. (The handpiece
should not run while it is in the holder.)

Remove the handpiece from the holder and press the foot control. (The handpiece should
run when it is ont of the holder.)

DentalEZ %
FAQ #45
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Delivery Head

OZ—=-00IvmrwCO>x-

Symptom Possible Cause(s) Solution

Unit will not No air to master switch. Open stop valve in floor utility box.

turn on.
Open and adjust air regulator to 80 PSI.
Check for pinched red 1/8" tubing in arms.

Faulty master switch. Turn switch on and verify air flow.
Faulty air pilot valve. Verify an air supply to top fitting of valve.

If air is present at top fitting of valve, verify air to foot
control tubing. If no air at tubing, valve is defective.

Unit has no Tripped circuit breaker. Reset circuit breaker on power module in USC.

electtic  fF-—"—1—""—"+---"""" """\ —"—"—"———— — — — — —

power. No building power. Check main circuit supply.
Contact electrician.

Faulty eletric switch. Verify air signal at air/electric switch of power module
Power module or power box not | Plug in power moduleor power box inside USC.
plugged in.
Inproper outlet voltage. Verify proper outlet voltage in USC.
Unit has no Unit is not turned on. Ensure master toggle valve is in ON position.
ar - ]
Air stop valve is closed. Turn stop valve on and verify 80 PSI on air gauge.
Pinched airline. | Check for pinched or restricted 1/4" red tubing from floor |
utility box to post-mounted console.
Faulty air pilot valve. Check barbs for blockage. If none, replace valve.

No water Water toggle is in OFF position. | Place the CMU switch plate toggle in ON position.

(hand-piece " —————— — — | ———— — — — — — — — T — ]

& syringe) No water in clean water bottle. Fill bottle.

Slide clamp is clamping line.

Move clamp to allow water flow through line.

Air in coolant
water.

Unit has not been purged.

Faulty water control valve.

Purge water lines.

If unit was purged, replace water control valve.

Water flush Water toggle is in OFF position. | Place toggle in ON position.
faso @ r———17"-"-""—"7"1"7"-—H—"—""/""-"""""-""""—"—""—"—"—"—— — — — —
operate. No water in clean water bottle. Fill clean water bottle.
Faulty water flush toggle valve. If water is present at valve, but not flowing, replace valve.
DentalEZ %% Technical Manual CustomAir Z
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Arm System

Symptom Possible Cause(s) Solution

Horizontal Unit is not properly leveled. Verify unit is level. Also, verify arms are properly
arms drift left seated.

or right.

Unit head is | Pivot is not properly adjusted. Remove adjustable arm cover and adjust nut at
not level from pivot.

front to back.

Adjustable Improper adjustment. With nothing on delivery head, adjust the nut on
arm does not the spring so unit stays in place.

hod positon. - - ————H—"—H—H——-——-—+-—-—"prr—-——H—"-———"——— — — — — — — —

Faulty brake switch. Remove adjustable arm cover to see if locking
arms are in place. If they are stuck in the up
position, check brake switch.

Faulty lock arm actuator. When brake switch is activated, ensure lock arm
actuator strikes lock arms. Also, ensure lock
arm actuator is not stuck in actuate position.

Adjustable Faulty brake switch. When brake switch is depressed, ensure air is
arm will not reaching lock arm actuator.
move. @ [—F7"T " —(—F"F" ——(—(———————— — — — — — — — — — — — — —]

No air to brake switch. Ensure unit master toggle is in On postion.

Faulty arm lock actuator. If air is reaching actuator, but not extending,
replace lock arm actuator.

Water Heater
Symptom Possible Cause(s) Solution
No warm Extension cord disconnected from water | Ensure extension cord in post-mounted console
water, cold heater. is plugged into water heater.
wateronly,. |—F—F——"—""—"—"—"""—" """ —"—~"f[~—— — — — — — — — — — — — — — —]

Water temperature is set too low. Turn adjustment screw on water heater
clockwise to increase temperature.

Pinched or restricted signal air tubing Straighten or replace tubing.

(1/8" yellow) to electrical receptacle in

post-mounted console.

Unit's extension cord is not connected to | Verify power supply and proper extension cord

power supply. connection inside USC.

Faulty water heater. Replace water heater.

DentalEZ %% Technical Manual CustomAir Z
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Handpiece

Symptom | Possible Cause(s) Solution

No coolant Coolant water adjustment Turn valve counterclockwise to open valve.

water at any | valves closed.

handpijecce —F———————————""¢"+H—f—H—"""-——""""-"—"—"—" """ "—"———————

Water toggle on foot control
is in the OFF position.

Water toggle on clean water
system is in OFF position.

Slide clamp is in clamped
position.

Pressure too low on clean
water system.

Pinched or restricted tubing.

Verify clean water system pressure gauge reads 40 PSl and
adjust accordingly.

Straighten or replace tubing.

OZ—=-00IvwmrwCO>x-

Water Faulty handpiece holder. Repair or replace holder.

driooles from . |\

handpiece Pinched or restricted tubing | Straighten or replace tubing.

while in to holder.

holder., - - __
Pinch valve diaphragm is Replace diaphragm.
leaking.
Low air pressure. Ensure air regulator gauge in floor box reads 80 PSI.

Water Low air pressure. Ensure air regulator gauge in floor box reads 80 PSI.

driboles fom | .t ]

handpiece Faulty water control valve. Depress foot control then release. Remove black tubing

after foot from water control valve. If dribble continues, replace valve.

controlis L -

released. Faulty water relay in foot Turn unit off. Open foot control and inspect water relay block.
control. If piston is not damaged and is moving freely, stretch the

spring. Reassemble and retry foot control.

Pinched or restricted tubing [ Straighten or replace tbing.
from foot control.

No coolant Slide clamp is in clamped Reposition slide clamp so it moves freely on tubing.

air to position.

handpiece. |+ — — — — —
Pinched or restricted tubing. | Straighten or replace tubing.

DentalEZ %% Technical Manual CustomAir Z
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Handpiece (continued)

Symptom

Possible Cause(s)

Solution

No drive air.

Drive air flow adjustments on
pinch valves are closed.

Pinched or restricted tubing.

Using a screw driver, turn adjustment screw
counterclockwise to adjust drive air pressure. Set to
manufacturer's recommended pressure.

If pinch valve does not release with handpiece out of
holder and tubing to holder is not restricted, replace
hanger valve.

Depress foot control. If no air is present, repair or replace
foot control.

Straighten or replace tubing.

No fiber optic
light at

Power transformer is not
plugged in.

Plug transformer into designated receptacle in USC.

handpiece. ~F—f>™—————————1—"-"1—1—"""1—"—""—"""—"———— — — — — — — — — — —
Internal wires in control head | Check connections in control head and post-mounted
and post-mounted console console.
are not connected.
No signal air to fiber optic Check for pinched or restricted tubing.
lamp control.
Faulty transformer. Check output for 22-23 VAC.
Faulty fiber optic control. Fiber optic controls have a calibration range of 2.5 to 6.0
VDC. Check for proper voltage according to the
handpiece manufacturer's recommendations.
Faulty bulb. Replace bulb.
No signal air to receptacles in | Check for pinched or restricted tubing.
the USC.
DentalEZ %% Technical Manual CustomAir Z
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Cuspidor

Symptom Possible Cause(s)

Solution

Bowl rinse
has no water.

Stop valve closed.

Pinched or restricted 1/4" green
tubing from floor utility box to post-
mounted console.

Water actuator valve in floor utility

Open stop valve inside USC compartment.

Check for restrictions or obstructions and free
accordingly.

Verify unit master swich is turned ON.

box is not activated.

Verify air signal is present at valve on water line.

Bowl rinse actuator valve in
cuspidor is not opening.

Verify regulator is open and pressure is at 40 PSI.

Verify air signal is present at the bowl rinse poppet
valve on the cuspidor when the bowl rinse button is
depressed.

Verify air signal is present at actuator valve when
button is depressed.

At actuator valve in cuspidor, check for water supply
from floor utility box. Also, ensure water passes
through the valve when the rinse button is depressed.

OZ—=-00IvwmrwCO>x-

Bowl rinse
runs
continuously.

Water pressure is too high.

Bowl rinse actuator valve is stuck
open.

Set water pressure gauge at 40 PSI.

Check the valve in the cuspidor for air signal. If air is
present, check bowl rinse poppet valve. If air is not
present, replace actuator valve.

Bowl does not | Restricted or pinched drain line.

Examine drain line and free any obstructions.

drainor ——H——F———F——"FF"6¢""""—""—1 —"——————— ————————— —
drains slowly. [ Restricted or pinched vent line. Examine vent line and free any obstructions.
No water Cup fill button not working. Check actuator valve in cuspidor for air signal at cup

flows from cup
fill.

fill actuator valve in post-mounted console when
button is depressed

Cup fill actuator valve in cuspidor

Check for pinched airlines.

Verify air signal is present at actuator when cup fill

is not open. button is depressed. If air and water are present,
replace valve.
DentalEZ %% Technical Manual CustomAir Z
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Galaxy USC

DentalEZ %%
Page ii-46

Utility Service Center

# Part/Kit Name Part/Kit No.
la| USC Cover (concealed chair umbilical) 3801-953
1b | USC Cover (cuspidor equipped) 3801-954
2 | Actuator Valve 3801-637
3| Stop Valve 3800-960
4| Air Filter/Regulator 3801-638
5| Air Pressure Gauge 3800-534
6 | Water Filter/Regulator 3801-639
7| Water Pressure Gauge 3800-533
8| Air Regulator Bowl_Norgren 3800-532
9 | Water Regulator Bowl_Norgren 3800-531
10 | Water & Air Reg. Repair Kit_Norgren 3800-530
11| Regulator Filter Repl. Kit_Norgren 3800-982
12 | Regulator Stem Repl. Kit_Norgren 3800-957
13| Air Regulator Bowl Watts 3802-267
14 | Water Regulator Bowl Watts 3802-268
15| Water & Air Reg. Repair Kit_Watts 3802-273
16 | Water Regulator Filter Watts 3802-270
17 | Air Regulator Filter_Watts 3802-271
18 | Regulator Retainer_Watts 3802-272
Water Regulator Gauge Repl. Kit_ Watts | 3802-269

Technical Manual

Section Il Delivery Units

CustomAir Z



Simplicity/NextGen Cart/TWS USC

90000

Utility Service Center

#

Part/Kit Name

Part/Kit No.

Actuator Valve

3801-637

Stop Valve

3800-960

Air Regulator

3801-638

Air Pressure Gauge

3800-534

Water Regulator

3802-107

Water Pressure Gauge

3800-533

Air Regulator Bowl_Norgren

3800-532

Water Regulator Bowl_Norgren

3800-531

Olo|IN|O|O|R]|WIN|~

Water & Air Regulator Repair Kit_Norgren

3800-530

[EnY
o

Regulator Filter Replacement Kit_Norgren

3800-982

[
[N

Regulator Stem Replacement Kit_Norgren

3800-957

[EnY
N

Air Regulator Bowl Watts

3802-267

[
w

Water Regulator Bowl_Watts

3802-268

[EEY
N

Water & Air Regulator Repair Kit_Watts

3802-273

=
(€]

Water Regulator Filter_Watts

3802-270

[ERN
(o2}

Air Regulator Filter_Watts

3802-271

[y
~

Regulator Retainer_Watts

3802-272

Water Regulator Gauge Repl Kit Watts

3802-269

DentalEZ *5
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Advantage/aXcs USC

_

DentalEZ %%
Page ii-48

Utility Service Center

# Part/Kit Name Part/Kit No.
1a| USC Cover (fixed or no rear asst. instr.) | 3801-705
1b | USC Cover (left/right rear asst. instr.) 3801-731
2 | Actuator Valve 3801-637
3| Stop Valve 3800-960
4] Air Filter/Regulator 3801-638
5| Air Pressure Gauge 3800-534
6 | Water Filter/Regulator 3801-639
7 | Water Pressure Gauge 3800-533
8| Air Regulator Bowl 3800-532
9| Water Regulator Bowl 3800-531
10 | Water & Air Regulator Repair Kit 3800-530
11| Regulator Filter Replacement Kit 3800-982
12 | Regulator Stem Replacement Kit 3800-957

Technical Manual

Section Il Delivery Units
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Power Module

Power Module

(Inside)

# Part/Kit Name Part/Kit No.
1|6 Amp Breaker 3801-910
2|.75 Amp Breaker 3801-909
3|8 Amp Breaker 3801-911
4| Air Electric Switch 3800-453
5| Hospital Grade Plug | 3801-012

DentalEZ %% Technical Manual

Section Il Delivery Units
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Galaxy / Simplicity Magellan Pivot/Mounting Hardware

e

o, 00 000C0e—0

DentalEZ *

Page ii-50

Technical Manual

Section Il Delivery Units

Pivot/Mounting Hardware

# Part/Kit Name Part/Kit No.
Pivot Hardware Kit,

1| unit, light or monitor | 3801-866
pole

2 | Mount Cover, split 3802-245

3 Mount Cover, one 3802-244
piece

4| Cuspidor Pole Plug | 3801-717

5| Cuspidor Arm Plug 3801-892

6 Plvot_Hardware Kit, 3802-113
Cuspidor

CustomAir Z




Advantage / aXcs Pivot/Mounting Hardware

e

6
T
0
DentalEZ *5
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000
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Technical Manual

Pivot/Mounting Hardware

Section Il Delivery Units

# Part/Kit Name Part/Kit No.
Pivot Hardware Kit,

1| Unit, Light or Monitor 3801-866
Pole
Mount Cover,

2 Advantage right 3801-932
Mount Cover,

3 Advantage left 3801-933

4 | Mount Cover, J/V-Chair 3801-934

5 P|vot.Hardware Kit, 3802-113
Cuspidor

6| Solids Collector 3801-594

7 | Cuspidor Arm Plug 3801-892

CustomAir Z
Page ii-5 |

w-HxP>o

nw-un-r




w-HxP>o

nw-un-r

Galaxy Post-Mounted Console & Clean Water System

Post-Mounted Service Console

# Part/Kit Name Part/Kit No.
1| Hole Plugs 3801-841
2| Removable Cover 3801-955
3| Top Cover without Cuspidor| 3801-956

3a| Top Cover with Cuspidor 3801-957
4| Air Valve Assembly 3801-584
5| Pinch Valve 3801-958
6 | Switch Panel Cover 3801-959
7| Trim Rings 3801-839
8| Air/Water Outlet Jack 3801-854

DentalEZ %%

Page ii-

52

Clean Water System

Technical Manual

# Part/Kit Name Part/Kit No.
9 | Bottle On/Off Toggle 3801-960
10| Water Bottle, 1.5 L 3802-182
11| Water Bottle Manifold 3801-718
12 | Pressure Regulator 3801-719
13| City/Bottle Toggle 3801-961
CustomAir Z

Section Il Delivery Units



Galaxy / Simplicity /Advantage Magellan Clean Water System

w-HxP>o

nw-un-r

Clean Water System

# Part/Kit Name Part/Kit No.
1| Water Bottle, 1.5L 3802-182
2 | Water Bottle Manifold 3802-114
3| Water Bottle Gauge 3802-115
4| City/Bottle Toggle 3802-116
5| Bottle ON/OFF Toggle 3802-117
6 | Regulator Assembly 3802-118

Water Bottle, Complete Assembly | 3625-675

DentalEZ %% Technical Manual CustomAir Z
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Simplicity Post-Mounted Console

DentalEZ %

Page ii-54

(not shown)

Post-Mounted Service Console

# Part/Kit Name Part/Kit No.
1| Plug 3802-212
2| Side Covers 3802-220
3| Top Cover 3802-221
4| Air Valve Assembly 3801-584
5| Solid Trap 3625-338
6 | Solids Collector Cap 3802-011
7 | Hole Plug 3802-007
8| O-Ring 3801-720
9 | Pressure Regulator 3801-719
10 | City Bottle Toggle 3802-005
11| Master On/Off Toggle 3801-960
12 | Front Cover 3802-234
13 |Rear Cover 3802-235
Technical Manual CustomAir Z

Section Il Delivery Units



Advantage Post-Mounted Console & Clean Water System

Post-Mounted Service Console

w-xd>v

w-un-r

Clean Water System

# Part/Kit Name Part/Kit No. # Part/Kit Name Part/Kit No.

1| Hole Plug 3802-007 11| Master On/Off Toggle 3801-960

2| Side Covers 3802-008 12 | Water Bottle 3801-655

3| Top Cover 3802-009 13| Water Bottle Manifold 3802-012

4| Air Valve Assembly 3801-584 14 | Pressure Regulator 3801-719

5| Pinch Valve 3801-958 15 | City/Bottle Toggle 3802-005

6| Solids Collector Cap 3802-011

7| Trim Ring 3801-839

8| Water Outlet Jack 3801-854

9| O-Ring 3801-720
10| Solids Collector Basket 3625-338

DentalEZ %% Technical Manual CustomAir Z
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aXcs Post-Mounted Console & Clean Water System

@ < - = (Left/Right

Models

() oty
Post-Mounted Service Console Clean Water System

# Part/Kit Name Part/Kit No. # Part/Kit Name Part/Kit No.
1| Hole Plugs 3801-841 9 | Master On/Off Toggle 3801-621
2| Side Covers 3801-703 10| Water Bottle 3801-655
3| Top Cover without Cuspidor| 3801-837 11| Water Bottle Manifold 3801-718

3a| Top Cover with Cuspidor 3801-838 12 | Pressure Regulator 3801-719
4| Air Valve Assembly 3801-584 13| City/Bottle Toggle 3801-891
5| Pinch Valve 3801-208
6 | Wing Nuts 3801-840
7| Trim Rings 3801-839
8 | Air/Water Outlet Jack 3801-854
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Foot Control

Foot Control

# Part/Kit Name Part/Kit No.
1| Drive Air Repair Kit 3802-195
2 | Wet/Dry Toggle Valve 3802-196
3| Chip Air Valve 3802-197
4| Shuttle Valve Kit 3801-585

Foot Control Complete | 3801-706
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Forest Foot Control

# Part/Kit Name Part/Kit No.
1| Drive Air Repair Kit 3800-754
2| Wet/Dry Toggle Valve 3801-298
3| Chip Air Valve 3800-752
4| Coolant Water Relay Repair Kit | 3801-181
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Galaxy CMU Assistant’s Arm

Assistant’s Arm

(NOTE: Standard Assistant’s Arm illustrated.)

# Part/Kit Name Part/Kit No.
1| Bushing 3801-962
2 | Instrument Holder Cover 3801-963
3| Basket 3625-338
4|Lid 3801-964
5]0O-Ring 3801-720
6 | Inside Cover 3801-965
7 | Bottom Housing 3801-966

DentalEZ *
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Galaxy CMU Fixed/Adjustable Arm
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Fixed/Adjustable Arm
#

Part/Kit Name | Part/Kit No.
1| End Cap, rigid 3801-970
2| Pivot Pin 3801-633
3| Arm Cover 3801-971
4| End Cap, flex 3801-972
5| Brake Rack 3801-973
6 | Catch Pawls 3801-632
7 | Brake Cylinder 3801-231
8| Post Cap 3801-974
DentalEZ %% Technical Manual CustomAir Z
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Galaxy Magellan Assistant’s & Fixed/Adjustable Arm

Assistant’s Arm (Optional)

# Part/Kit Name Part/Kit No.
1| Instrument Holder Housing 3801-963
2 | Baskets 3625-338
3|Lid 3801-964
4]0-Ring 3801-720
5| Inside Cover 3801-965
6 | Bottom Housing 3801-966

Fixed/Adjustable Arm

# | Part/Kit Name | Part/Kit No.
7| End Cap, rigid 3801-970
8| Pivot Pin 3801-633
9| Arm Cover 3801-971

10| End Cap, flex 3801-972
11| Brake Rack 3801-973

12 | Catch Pawls 3801-632

13| Brake Cylinder 3801-231

@ Assistant’s Arm (Cuspidor)
N # Part/Kit Name Part/Kit No.
E‘Ebl | %‘Mﬁﬁﬁ 14 | Cuspidor Assistant's Arm | 3625-680
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Simplicity CMU Fixed/Adjustable Arm

w-x>v

w-un-r

Fixed/Adjustable Arm

# Part/Kit Name Part/Kit No.
1| End Cap for Flex Arm 3802-222
2| Pivot Cap for Flex Arm 3802-223
3| Lower Cover for Flex Arm 3802-224
4| Trim Cover for Post 3802-225
DentalEZ %5 Technical Manual CustomAir Z
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Simplicity Magellan Assistant’s & Fixed/Adjustable Arm

Assistant’s Arm (Optional)

# Part/Kit Name Part/Kit No.
1| Instrument Holder Housing 3801-963
2 | Baskets 3625-338
3|Lid 3801-964
4]0-Ring 3801-720
5| Inside Cover 3801-965
6 | Bottom Housing 3801-966

Fixed/Adjustable Arm

# Part/Kit Name Part/Kit No.
7| End Cap for Flex Arm 3802-222
8| Pivot Cap for Flex Arm 3802-223
9| Lower Cover for Flex Arm 3802-224

DentalEZ * Technical Manual CustomAir Z
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Advantage/aXcs CMU Fixed/Adjustable Arm
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|

Fixed/Adjustable Arm

# | Part/Kit Name | Part/Kit No.
1| End Cap 3801-814
2| Pivot Pin 3801-633
3| Arm Cover 3801-691
4|End Cap 3801-692
5|Brake Rack 3801-528
6| Catch Pawls 3801-632
7 | Brake Cylinder 3801-231
DentalEZ %% Technical Manual CustomAir Z

Section Il Delivery Units Page ii-63



w-xp>o

w-un-r

Advantage Magellan Assistant’s Arm

Assistant’s Arm (Optional)

# Part/Kit Name Part/Kit No.
la|Front Cover (no Touch Pad) 3801-708
1b | Front Cover (Advantage Touch Pad) | 3801-823
2 [ Bottom Housing 3801-709
3| Instrument Holder 3801-710
4| Baskets 3625-338
5|Lid 3801-707
6 | O-Ring 3801-720
7 | Circuit Board 3801-761
DentalEZ * Technical Manual
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Advantage/aXcs Magellan Fixed/Adjustable Arm
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Fixed/Adjustable Arm

# | Part/Kit Name | Part/Kit No.
1| Brake Cylinder 3801-231
2| Pivot Pin 3801-633
3| Arm Cover 3801-691
4|End Cap 3801-692
5| Brake Rack 3801-528
6| Catch Pawls 3801-632
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Section Il Delivery Units Page ii-65



w-HxP>o

nw-un-r

DentalEZ *

Page ii-66

aXcs CMU & Magellan Assistant’s Arm

Assistant’s Arm (Optional)

# Part/Kit Name Part/Kit No.
1a | Front Cover (no Touch Pad 3801-708
1b | Front Cover (E3000 T. Pad) 3801-842
1c | Front Cover (aXcs T. Pad) 3801-823
1d | Front Cover (J / aXes T. Pad) | 3801-790
2 | Bottom Housing 3801-709
3| Instrument Holder 3801-710
4| Baskets 3625-338
5|Lid 3801-707
6| O-Ring 3801-720
7 | Shut-Off Valve 3801-721
8| Circuit Board 3801-761

Section Il Delivery Units
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Galaxy Cuspidor

# |Part/Kit Name Part/Kit No.
1 | Strainer 3801-205
2 | Grommet 3801-716
3 |Bowl Rinse Spout 3801-873
4 | Poppet Valve 3801-207
5 | Actuator Valve 3801-189
6 |Pinch Valve 3801-614
7 | Time Adj. Valve 3801-615
8 | Cuspidor Bowl 3801-967
9 | Trim Ring 3801-968
10 [ O-ring Drain Tube 3801-849
11 | Drain Sleeve Gasket | 3801-874
12 | Actuator Handle 3801-969
13 | Safety Switch 3801-431
DentalEZ *5 Technical Manual
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Simplicity/Advantage Cuspidor

5
]
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# Part/Kit Name Part/Kit No.
1| Strainer 3801-205
2| Cup Fill Spout 3802-003
3| Bowl Rinse Spout 3802-010
4| Cover 3802-017
5| Poppet Valve 3801-207
6 | Actuator Valve 3802-018
7 | Time Adjustment Valve | 3801-989
8| Cuspidor Bowl 3801-211
9| O-ring, Drain Tube 3801-849
10 | O-rings, Bowl 3801-212
11| O-rings, Spout 3802-016
DentalEZ %% Technical Manual CustomAir Z
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aXcs Cuspidor

# Part/Kit Name Part/Kit No.
1| Strainer 3801-205
2| Gommet 3801-716
3| Cup Fill Spout 3801-830
4| Bowl Rinse Spout 3801-873
5 | Buttons 3801-831
6 | Poppet Valve 3801-207
7 | Actuator Valve 3801-189
8| Pinch Valve 3801-614
9| Time Adj. Valve 3801-615
10 | Cuspidor Bowl 3801-834
11| Drain Sleeve Gasket | 3801-874
12| Trim Ring 3801-875
13| O-ring Drain Tube 3801-849
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Galaxy Il Traditional Delivery Head

Traditional Delivery Head (I1)

# Part/Kit Name Part/Kit No. # Part/Kit Name Part/Kit No.
1| Brake Button, Brake Valve 3802-208 10a | Electric Handpiece Overlay 3801-984
2 | Master ON/OFF Toggle 3802-063 11| Touch Pad Circuit Board 3801-763
3| Flush Toggle 3802-064 12| Touch Pad, Blank 3802-135
4| Air Pressure Gauge 3801-695 12a| Touch Pad, 2 Function 3802-136
5| Water Control Valve 3800-417 12b | Touch Pad, 3 Function 3802-137
6 | Handpiece Holder, Automatic 3802-209 13| Swing Tray Package 3625-703
7 | Handpiece Holder Plug 3802-210 14 | Electric Handpiece Circuit Board | 3801-990
8] Oil Collector, Filter, Screws 3802-211 15| Handpiece Actuator Valve 3802-014
9 | Coolant Water Adjustment Valve 3801-922 16 | Coolant Air Adjustment Valve 3801-922

10 [ Front Face Overlay 3801-983 17| Swing Tray Plug 3802-212

DentalEZ %% Technical Manual CustomAir Z
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Galaxy | Traditional Delivery Head
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(Inside)
Traditional Delivery Head (I)
# Part/Kit Name Part/Kit No. # Part/Kit Name Part/Kit No.
1| Brake Button, Concealed Tubing 3801-975 12 | Electric HP Control Block 3801-982
2 | Master ON/OFF Toggle 3801-960 13 | Front Face Overlay 3801-983
3| Flush Toggle 3801-976 13a | Electric HP Control Overlay 3801-984
4| Air Pressure Gauge 3801-695 14| Touch Pad Circuit Board 3801-763
5 | Water Control Valve 3800-417 15| Handle Overlay 3801-985
6 | Handpiece Holder, Automatic 3801-977 15a | Touch Pad, J-Chair/V-Chair 3801-986
7 | Handpiece Holder, Universal 3801-978 15b | Touch Pad, Silhouette Chair 3801-987
8] Oil Collector Cover & Filter 3801-829 16 | Swing Tray Holder 3801-988
9 | Coolant Water Adjustment Valve 3801-922 17 | Electric Handpiece Circuit Board | 3801-990
10 | Rubber Mat, no hole 3801-979 18 [ Swing Tray Assembly Kit 3625-614
10a | Rubber Mat, & Plug, hole version 3801-980 19 [ Handpiece Actuator Valve 3802-014
11| Tray Bushing 3801-981 20 | Coolant Air Adjustment Valve 3801-922
DentalEZ %% Technical Manual CustomAir Z
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Galaxy Il Euro-style Delivery Head

Euro-Style Delivery Head (lI)

# Part/Kit Name Part/Kit No. 12 | Handpiece Tubing, Fiber Optic 3802-141
1| Touch Pad, blank 3802-135 13 | Handpiece Tubing, Syringe 3802-142
la| Touch Pad, 2 Function 3802-136 14 | Top Cover with Hinge 3802-143
1b| Touch Pad, 3 Function 3802-137 15| Touch Pad Circuit Board 3801-763
2 | Front Face Overlay 3801-983 16 | Flush Valve 3802-064
2a | Electric Handpiece Control Overlay | 3801-984 17| Oil Collector Cover & Filter 3801-829
3 | Air Pressure Gauge 3802-138 18| Swing Out Tray 3802-144
4| Electric Handpiece Circuit Board 3801-990 19 | Extension Spring 3802-145
5 | Coolant Water Adjustment Valve 3801-922 20 [ Handpiece Holder Tool Rest 3802-146
6 | Actuator Valve 3801-591 21| Brake Paddle Assembly 3802-147
7 | Water Control Valve 3800-417 22| Coolant Air Adjustment Valve 3801-922
8 | Master On/Off Toggle 3802-063 23| Clamp, Wire Tie 3802-148
9 | Electric Handpiece Control Block 3801-990 24 | Shuttle Valve 3801-585
10 | Whip Arm 3802-139 25| Block Assembly/Whip 3802-149
11| Handpiece Tubing, Standard 3802-140 26 | Actuator Handle 3802-147
DentalEZ %% Technical Manual CustomAir Z&
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Galaxy | Euro-style Delivery Head

Euro-Style Delivery Head (I)
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# Part/Kit Name Part/Kit No. # Part/Kit Name Part/Kit No.
1| Handle Overlay 3801-985 11| Whip Arm w/Handpiece, Standard Tubing 3801-699
la | Touch Pad, J/V-Chair 3801-986 11a| Whip Arm w/Handpiece, Fiber Optic Tubing | 3801-700
1b| Touch Pad, Silhouette Chair 3801-987 11b| Whip Arm w/Handpiece, Syringe Tubing 3801-701
2 | Front Face Overlay 3801-983 12| Top Hinged Cover 3801-991
2a | Electric Handpiece Control Overlay | 3801-984 13| Touch Pad Circuit Board 3801-763
3| Air Pressure Gauge 3801-695 14 | Flush Valve 3801-976
4| Electric Handpiece Circuit Board 3801-990 15 Oil Collector Cover & Filter 3801-829
5| Coolant Water Adjustment Valve 3801-922 16 | Extension Spring 3801-624
6 | Actuator Valve 3801-591 17 | Handpiece Holder Cover Set 3801-992
7 | Top Fixed Cover 3802-013 18 | Swing-out Tray Holder 3801-988
8 | Water Control Valve 3800-417 19 [ Handpiece Holder Mat 3801-993
9 | Master On/Off Toggle 3801-960 20 | Brake Button, Concealed Tubing 3801-975
10 | Electric Handpiece Control Block 3801-982 21| Coolant Air Adjustment Valve 3801-922
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Simplicity Delivery Head

DentalEZ %%
Page ii-74

Delivery Head

# Part/Kit Name Part/Kit No.
1| Top Cover 3802-226
2|End Cap, Front 3802-227
3 | Master On/Off Switch 3801-960
4| Flush Toggle 3801-976
5| Water Control Valve 3800-417
6 | Handpiece Holder, Automatic 3801-696
7 | Handpiece Holder, Universal 3801-697
8| Oil Collector Kit 3802-211
9 | Coolant Water Adjustment Valve | 3801-922

10 |End Cap, Rear 3802-228

11| Air Gauge 3802-236

Technical Manual
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Simplicity Cart Delivery Head & Clean Water System

5

Delivery Head & Clean Water System

# Part/Kit Name Part/Kit No.
1| Master ON/OFF Toggle 3801-960
2 | Water Adjustment Valve 3801-922
3| Flush Toggle 3801-976
4| Water Control Valve 3800-417
5[ Gauge Assembly 3802-083
6 | Oil Collector Cover & Filter 3802-211
7 | Water Bottle Manifold 3801-718
8 | Water Bottle 3802-182
9 | Pressure Regulator 3801-867

10 | City/Bottle Routing 3802-090
11| Bottle On.Off Switch 3802-091

12 | Water Outlet 3801-854

13| Water Adjustment Valve 3801-958

14| Poppet Valve Assembly 3802-192

15 | Handpiece Holder, Universal 3801-697

16 | Handpiece Holder, Automatic 3801-696
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Advantage Traditional Delivery Head

DentalEZ *
Page ii-76

Traditional Delivery Head

# Part/Kit Name Part/Kit No.
1| Cover Assembly 3802-001
2| End Cap, Front 3802-004
3| Arm Brake Toggle Valve 3802-002
4 | Master ON/OFF Toggle 3801-960
5| Flush Toggle 3801-976
6 | Air Pressure Gauge 3801-695
7 | Water Control Valve 3800-417
8 | Handpiece Holder, Automatic 3801-696
9 | Handpiece Holder, Universal 3801-697

10| Qil Collector Cover & Filter 3801-829

11| Coolant Water Adjustment Valve | 3801-922

12| End Cap, Rear 3801-692

Technical Manual
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Advantage Euro-style Delivery Head
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Euro-style Delivery Head

# Part/Kit Name Part/Kit No.
1| Cover Assembly 3801-921
2| Whip Arm w/Handpice Standard Tubing 3801-699

2a | Whip Arm w/Handpiece Fiber Optic Tubing 3801-700

2b | Whip Arm w/Handpiece Syringe Tubing 3801-701
3 |Handle 3801-702
4| Brake Valve Assembly 3801-715
5 | Master ON/OFF Toggle 3801-621
6 | Flush Toggle 3801-622
7 | Air Pressure Gauge 3801-623
8 | Water Control Valve 3800-417
9 | Extension Spring 3801-624

10 | Actuator Valve 3801-591

11| Oil Collector Cover & Filter 3801-829

12 | Coolant Water Adjustment Valve 3801-922
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# Part/Kit Name Part/Kit No.
1| Cover Assembly 3801-920
2|End Cap 3801-692
3| Brake Button Concealed Tubing | 3801-694
4 | Master ON/OFF Toggle 3801-586
5| Flush Toggle 3801-587
6 | Air Pressure Gauge 3801-695
7 | Water Control Valve 3800-417
8 | Handpiece Holder, Automatic 3801-696
9 | Handpiece Holder, Universal 3801-697
10 | Control Block - Supply End 3801-916
11| Control Block - Center 3801-917
12 | Control Block - Plugged End 3801-918
13 | Diaphragm Repair Kit 3800-749
14 ] Qil Collector Cover & Filter 3801-829
15 | Control Block, 3 H.P. 3801-919
16 | Coolant Water Adjustment Valve | 3801-922
DentalEZ * Technical Manual
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aXcs Traditional Delivery Head
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aXcs Euro-style Delivery Head
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Euro-style Delivery Head

# Part/Kit Name Part/Kit No.
1| Cover Assembly 3801-921
2| Whip Arm w/Handpice Standard Tubing 3801-699

2a | Whip Arm w/Handpiece Fiber Optic Tubing 3801-700

2b | Whip Arm w/Handpiece Syringe Tubing 3801-701
3 |Handle 3801-702
4| Brake Valve Assembly 3801-715
5 | Master ON/OFF Toggle 3801-621
6 | Flush Toggle 3801-622
7 | Air Pressure Gauge 3801-623
8 | Water Control Valve 3800-417
9 | Extension Spring 3801-624

10 | Actuator Valve 3801-591

11| Control Block - Supply End 3801-923

12 | Control Block - Center 3801-917

13| Control Block - Plugged End 3801-924

14 | Diaphragm Repair Kit 3800-749

15| Oil Collector Cover & Filter 3801-829

16 | Coolant Water Adjustment Valve 3801-922

17 | Control Block, 3 H.P. 3801-925

DentalEZ %% Technical Manual CustomAir Z

Section Il Delivery Units Page ii-79




w-HxP>o

nw-un-r

NextGen Cart Delivery Head & Clean Water System

Delivery Head & Clean Water System

00 [

# Part/Kit Name Part/Kit No.
1| Master ON/OFF Toggle 3801-960
2 | Water Adjustment Valve 3801-922
3| Coolant Air Adjustment Valve 3801-922
4| Flush Toggle 3801-976
5 [ Water Control Valve 3800-417
6 | Gauge Assembly 3802-083
7a | Manifold Replacement Kit, RH 3801-998
7b | Manifold Replacement Kit, LH 3802-084
8] Qil Collector Cover & Filter 3801-829
9| Hinge 3802-085
10 | Water Bottle Manifold 3801-718
11| Water Bottle 3802-182
12a| Water Bottle Decal, RH 3802-188
12b | Water Bottle Decal, LH 3802-189
12c | Water Bottle Mounting Bracket | 3802-088
12d | Water Bottle Decal, RH, Asst. 3802-190
12e | Water Bottle Decal, LH, Asst. 3802-191
13a | Front Face Overlay, Std. 3801-983
13b | Electric HP Control Overlay 3801-984
13c | Cover Assembly Bracket 3802-089
14 | Pressure Regulator 3801-867
15| City/Bottle Routing 3802-090
16 | Bottle On.Off Switch 3802-091
17| Water Outlet 3801-854
18| Water Adjustment Valve 3801-958
19| Poppet Valve Assembly 3802-192
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Delivery Head & Clean Water System

TWS Delivery Head & Clean Water System

# Part/Kit Name Part/Kit No.
1| Master ON/OFF Toggle 3801-960
2| Coolant Air Adjustment Valve 3801-922
3| Water Adjustment Valve 3801-922
4| Flush Toggle 3801-976
5| Water Control Valve 3800-417
6 | Gauge Assembly 3802-083
7a|Manifold Replacement Kit, RH 3801-998
7b | Manifold Replacement Kit, LH 3802-084
8] Oil Collector Cover & Filter 3801-829
9 |Hinge 3802-085
10 | Water Bottle Manifold 3801-718
11| Water Bottle 3801-655
12a | Water Bottle Decal, RH 3802-086
12b | Water Bottle Decal, LH 3802-087
12c | Water Bottle Mounting Bracket 3802-088
13a | Front Face Overlay, Std. 3801-983
13b | Electric HP Control Overlay 3801-984
13c | Cover Assembly Bracket 3802-089
14 | Pressure Regulator 3801-867
15 | City/Bottle Routing 3802-090
16 | Bottle On.Off Switch 3802-091
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Manifold
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Manifold

# Part/Kit Name Part/Kit No.
1| Diaphragm Repair Kit 3800-749
2|0O-Ring 3801-994
3| Lockout Block 3801-995
4| Lockout Replacement Kit 3801-996
5 | Manifold Assembly, 4 HP, w/o lockout 3802-218
6 | Manifold Assembly, 3 HP, w/o lockout 3802-219

Technical Manual
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Air/Water Syringe

Air/Water Syringe (Euro)

# Part/Kit Name Part/Kit No.
1| Cartridges 3802-204
2| 0-Rings (Complete Set) 3802-178
3| Syringe Tip Kit 3802-205

Air/Water Syringe

# Part/Kit Name Part/Kit No.
A| Cartridges 3802-203
B | Syringe Tip Kit 3802-205
C | Syringe Repair Kit 3658-420

DentalEZ *5

Technical Manual

Forest Air/Water Syringe
#

Section Il Delivery Units

Part/Kit Name Part/Kit No.
1| Cartridges 3801-682
2| O-Rings (Complete Set) 3801-681
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HVE Nozzle / SE Nozzle
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New HVE Nozzle
# Part/Kit Name Part/Kit No.
HVE Repair Kit 3802-154

Full Replacement Parts Kit

3801-927

.7 /)
VR,
v
New Saliva Ejector Nozzle
# Part/Kit Name Part/Kit No.
SE Repair Kit 3802-153
Full Replacement Parts Kit | 3801-926
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Galaxy Wall / Cabinet Unit

DentalEZ *»
Galaxy™ Wall/Cabinet Unit

Air Tubing Diagram

DELIVERY HEAD
S —

=

>

1/8" Blue (Coolant Air)

1/4" Red (Drive Air)

/8" Black (Signal Air) 5

1/8" Red

AN A A

Connect to y
1/8" Blue /
From Arm

D> |
Wire Assembly, Fiber Optics (Black &Wﬁ\%:);j 1/4" Red S)'%Q
Wire Assembly, Scaler or Curing Light = é Qil
| (Blue & Gray) Sterling ?Oe Collector |
b 118" Red | 1/g"Red  Master [ 18" Red .
« 118" Yellow (Signal Air 1/8" Yellow 4 4 Il&;'/Yellow
B il =l |21 1 2] Mg
o i < rake gunply Side [N /g" - ., (Pinch o
e Air Gauge Buttons  Ripped /8 Red Vs !
Flex Arm Lock |
1/8" Orange :
(From Cylinder) Sterling -
1/8" Blue . 1/8" Clear
1/4" Red/ ! | AU Water | || L,
" Control
/IIS Green Block -
1/8" Black » >
L; E Coolant Air o T T
3 5§ Adjustment Valve
% 8 < *Water Pressure
> ~ Y9 /g Adjustment Valve
@ 2 o Red . Adjust Valve ) ) )
to set Manifold (Handpiece Lockout View)
Gauge at
40 P.S.I.

1/8" Yellow

o
FOOT <

C =
CONTROL 75" Biack \ ®
From Arm Connect to

1/4" Red
© From Arm
\Sterling /4" Red
Quad Tube

Umbilical Assembly
1-1/4" Sterling

1/8" Red -
UTILITY SERVICE
1/4" Red [
% \IIB"YeIIow
- -
|
Air Filter Y |
| Regulator
80 PS.I. |
| A
|
| SUP|Y v
| |
1/8" Yellow |
| Power /
| Module — ) Vgta;:r
>
| Supply
|

DentalEZ *
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1/8" Orangeﬁ,l
1/8" Yellow

4
1/8" Black

Supply

0OZ—-wCH =-Dp

nP>xO>-—-0

Sid
Ril;b:d Handpiece
Holder
Sterling
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aXcs Wall / Cabinet Unit

DentalEZ *s

aXcs® Wall/Cabinet Unit
Air Tubing Diagram

DELIVERY HEAD
—

— - -

T

I Wire Assembly, Fiber Optics (Black & White)
T SU

|

/—I /1 6";win Sterling Syrin%e |

Wire Assembly, Scaler or Curing Light . oil
(Blue & Gray) Master L4 Red Ccllelctor
1/8"Red J 1/8" @ 1/8" Re |
|/8{Yellow (Signal Air) Blue™ [° 1/8" Clear
< < |
3HP
Manifold
1/8" Blue (Coolant Air) | ~ IIS
1/8" Black (Signal Ai 4
. ack ol rTa 'r) g Flex Arm Lock Brake [ Yellow
1/4" Red (Drive Air) A ~ . |
i 1/8" Clear- Air G 11T Handpiece
ir auge
(From Cylinder) Nthd Holder
| 18" Clear\;g l %
v >
D> L
Water I
| Control |
) Block J
T
A A A AN
Clo/gneBclt to/
ue "
From Arm 1/8" Red
FOOT ¥ A
CONTROL Connect to v 1/8" Yellow
i/8" Black /] \c
From Arm
onnect to
®) 1/4" Red
From Arm COLOR CODE
[ <l‘
\Sterlin 1/4" Red Red =Air
Quad Tube = Signal Air (Master)
Blue = Coolant Air
Black = Signal Air (Coolant Water)
Umblllcal Assembly
-1/4" Sterling
1/8" Red
UTILITY SERVICE
CENTER ~ 'MRed— \
IIS Yellow

Air Filter
Regulator
80 PS.I.

18" Yellow/

Water
Stop |

|
_Supply |

D>

DentalEZ %
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Galaxy Wall / Cabinet Unit

DentalEZ *% ..o

Galaxy™ Wall/Cabinet Unit
Water Tubing Diagram l
My 1/8" Clear
|
o
|
> >
1/8" Green FIUSh&‘y
/ Valve ‘ \\
J 5 P e,
6 3 Adjustment Valves
B:o a:° Adjust Valve
A A *Water t:uszta
e gotle SRl
3 8 Clear
Ly
) FWater Supply 1/4" Green
Selector Switch
AEA 1/8" Green
™>1/8" Clear
1/4" Green
! Umbilical Assembly
1-1/4" Sterling
UTILITY SERVICE \”8" Green
CENTER
| T
| |
| Water Filter |
Regulator
| |
| |
| I
I |
| | PN:2662-258B_Water
DentalEZ % Technical Manual CustomAir Z
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Simplicity Cart

’ Doctor's
DentalE 7/ o 4@ e B
(\:Naterl
. .. T ontro
Simplicity by DentalEZ Cart Block
1/8" E;
: H Green
Water Tubing Diagram s @
e ® "
003 1/8
®©® Green Twin Sterling
v gs =St
1/8" Water
L Green s Bottle
City/ Gauge
Bottle
Switch
1/4"
Clear
A
1/8"
Green i
y Water
1/8" Green j_ Bottle
1/8"
Flush
Green
Coolant Water Valve @
UMBILICAL: Adjustment
1
L 1/4" Green
Ll Twin Sterling
Solids Collector :
A /8" Pinch
Green Valve Water
Outlet
112" 1D
Sterling OPTIONAL PINCH VALVE
[©) \Water
o]
Saliva
Assistant's Ejector
.— Syringe
NN N @]
High-Volume foliel|®!l o
F— — Evacuator o e 8-
ce08; 55800 °
| | Vaive
4 114" Green 118" >
h Water Filter | Green
| Regulator < > 1/8" Green
(40 PS.I) From Arm
(] N
Water Control
174" Green

Block | g Black
From Arm
<4

Water Coolant
Adjustment Valve

PRy 4, PN: 2662-279B_Water

UTILITY SERVICE COMPARTMENT

DentalEZ 2% Technical Manual CustomAir Z
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Advantage Basic Duo
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Advantage by DentalEZ"
Basic-Duo Chair Mounted Unit
Water Tubing Diagram

DELIVERY HEAD
I

0OZ-wCH xm-H>S$

nX>xQO>—-0

©) Water Syringe
1/8" Green
1/8" Green
Twin
/Tubing
o
o
1/8" Green
o|Manifold /I/8" Green
Coolant Water
Adjustment
reen
A

1/8" Green

1/4" Green .
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aXcs Wall / Cabinet Mount

DentalEZ s

aXcs® Wall/Cabinet Unit ro

Water Tubing Diagram l

»

DELIVERY HEAD
== VERT HEA

| 3HP
1/8" Clear /" Manifold

1/8" Green

1/16" Twin Sterling Syringe
|

/—I /8" Green

Handpiece I
Holder

»

/—I /8" Green
|

A A

(Coolant Water)

Water
Control
Block

: Lt --..{.'
» _ o
L4
A I S
FIush& 1/8" Green

L __

ﬁ—l /8" Clear

A

/l /8" Green

Umblllcal Assembly
1/4" Sterling

UTILITY SERVICE 8" Green

Water Coolant
Adjustment Valves

COLOR CODE

Green =Water
Clear (Purple) = 1/8", 1/4" - Water

CENTER
| ]: — - = - =
| |
1/4" Green\ |
<
Water Filter
I 2540-088 Regulator |
| 40 PS.I.
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aXcs Basic Duo

DentalEZ *% o pmwEvwo

aXcs®Basic-Duo CMU | / ls/iifgma
Water Tubing Diagram

| [CXC]
Oo
1/8" Clear » I
1/8" Green

»
R sl
|
" A HANDPIECE
1/4" Clear N HOLDER
1/4" Green P
1/4" Green J P :\:@
\ T o
Ve Gree“&; > 1 Green 0 WATER
*cry » CONTROL
BOTTLE BLOCK
1/4" Green ToceLe FLUSH COOLANT
: vy WATER VALVES
COLOR CODE
Green =Water
A Clear (Purple) = 1/8", 1/4" - Water
*Optional clean water
system components
UTILITY SERVICE CENTER
_ _ 1 _
I WATER FILTER
| REGULATOR N UMBILICAL ASSEMBLY
| 40 PS.I. 9 | 1-1/4" ID Sterling
=
<
=
! z
[ 5
v @ |
‘ |
|
: |
L 1/4" Green |
S — |
Vo - .
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Basic Cart Electrical
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Rectangular USC
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Contoured USC
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Flush Mount USC
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Basic USC
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Basic Magellan USC

(Simplicity by DentalEZ" CMU)
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Galaxy Wall / Cabinet Mount
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TWS Cabinet Unit USC
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Team Work Station Unit Template
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NextGen / Simplicity Cart USC
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